[An analysis of ictal EEGs by a newly developed ambulatory cassette EEG system].
We evaluated the efficiency of a newly developed cassette EEG recording device and our system for detecting and analyzing ictal EEGs in epileptic children. We got 13 ictal records from 16 epileptic children. We could precisely differentiate and diagnose their classifications of seizures by comparative analyses of ictal records and clinical symptoms. We discussed the characteristics of our system, and described actual analysis methods in 3 cases as examples. It was concluded that our system offered valuable information about ictal events in epileptic children.